Radiotracer measurement of the volatilization of organic trace constituents from water.
Abstract The mass-transfer coefficient for the volatilization of organic microconstituents from water can be determined by laboratory radiotracer experiments. Formulation and practical aspects are considered and illustrated by the example of a 5.10(-7) M solution of monochlorobenzene.